Left ventricular pacing through the anterior interventricular vein in a patient with mechanical tricuspid, aortic and mitral valves.
Transvenous endocardial pacemaker implantation is contraindicated in patients after mechanical tricuspid valve replacement. A 76-year-old woman who suffered from bradyarrhythmia was implanted with a left ventricular pacing lead through a transvenous coronary vein after aortic, mitral, and tricuspid valve replacements. There were no complications and the stimulation thresholds were stable. The use of coronary vein leads provides a minimally invasive approach, safety, and effective stimulation for patients with a mechanical tricuspid valve.